Background: Stented bioprosthetic valves (BPVs) are commonly used for surgical pulmonary valve (PV) replacement in postoperative congenital heart disease, but develop structural failure in a time-related fashion. The Melody transcatheter PV (TPV) (Medtronic, Minneapolis, Minn) has been used to treat BPV dysfunction, but there have been few studies in this population.
Methods: We performed a retrospective, multicenter study to evaluate Melody valve function in patients who underwent TPV replacement (TPVR) into a dysfunctional pulmonary BPV.
Results: One hundred patients who underwent TPVR at 10 centers between January 2010 and June 2015 were enrolled. The median patient age was 22 years (range, 5-79 years), and 32 patients were age<18 years. The underlying diagnosis was tetralogy of Fallot in 80 patients, and moderate or severe pulmonary regurgitation (PR) was present in 84%. The TPV was implanted into various types of BPVs, with a median size of 23 mm (range, 19-33 mm). At hospital discharge, PR was mild or less in all but 1 patient, and the mean Doppler right ventricular outflow tract (RVOT) gradient was reduced from a mean of 29.3 AE 12.0 mm Hg to 16.2 AE 6.9 mm Hg (median, 29 mm Hg to 16 mm Hg; P <.001). During follow-up (median, 12.4 months), no patients underwent reintervention on the TPV. Endocarditis was diagnosed in 1 patient who was managed medically without intervention. The mean RVOT gradient at the most recent follow-up was 35 mm Hg in all patients, and was similar to that at early postimplantation. PR was more than mild in only 1 patient. Hemodynamic outcomes did not differ between patients with small BPVs ( 23 mm) and those with large BPVs (!25 mm).
Conclusions: TPVR restores competence and relieves the obstruction of dysfunctional surgical BPVs, with excellent early results in both small and large BPVs, highlighting the potential for TPVR to extend the life of existing BPVs in adults and children. Collaboration between surgeons and cardiologists is important to determine the optimal lifetime management, combining surgical PV replacement and TPVR in this population. (J Thorac Cardiovasc Surg 2018;155:1712-24)
Fluoroscopic image of an adult who underwent TPVR with a Melody valve for severe PR and mild stenosis of a 27-mm Mosaic valve at 8 years after surgical PV replacement. The Melody valve is implanted on a 22-mm delivery system into the existing BPV, with a mild residual waist.
Central Message
TPVR can restore valve function in a failing surgical BPV, with excellent early results in small and large BPVs, extending the life of existing BPVs without the need for redo median sternotomy.
Perspective
A surgical BPV will eventually become dysfunctional. TPVR offers restoration of valve function with excellent early results in both small and large BPVs, and extends the time between operations in both adult and younger patients. Collaboration between surgeons and cardiologists is important to determine the best lifetime management, combining surgical PV replacement and TPVR, in patients with a failing BPV.
See Editorial Commentary page 1725.
See Editorial page 1710. In patients with repaired congenital heart disease (CHD) involving abnormalities of the right ventricular outflow tract (RVOT), surgical pulmonary valve or conduit insertion is frequently necessary to restore valve competence and/or relieve obstruction. [1] [2] [3] In this setting, stented bioprosthetic valves (BPVs) are commonly used. 4, 5 Biological valves inevitably fail, some more rapidly than others. [6] [7] [8] [9] [10] To avoid the need for repeat median sternotomy procedures, less invasive catheter-based interventions to treat pulmonary valve dysfunction have been developed.
In 2010, the Food and Drug Administration approved the Medtronic Melody transcatheter pulmonary valve (TPV) for treatment of moderate or severe pulmonary regurgitation (PR) and/or stenosis, as reflected by a mean RVOT gradient !35 mm Hg in circumferential RVOT conduits. However, in clinical practice, transcatheter pulmonary valve replacement (TPVR) frequently includes off-label placement of the Melody valve to treat a failing BPV. There are few published reports of outcomes in larger series of TPVR in patients with a dysfunctional pulmonary BPV.
11-13 Therefore, we sought to evaluate the performance of the Melody valve when placed into BPVs in a large multicenter cohort.
METHODS

Patients and Study Design
The purpose of this Melody BPV retrospective study was to evaluate the safety and effectiveness of use of the Melody TPV in a dysfunctional BPV in the pulmonary position. Patients who underwent TPVR within a BPV using an 18-, 20-, or 22-mm Ensemble delivery system between January 2010 and June 2015 at 10 centers were included. Institutional Review Board approval was obtained at each site. Medical records were reviewed to assess suitability for inclusion; all patients who met the criteria and provided authorization, when applicable, were consecutively enrolled. Patients were eligible if they had undergone previous implantation of a Melody TPV within a BPV, expanded to 22 mm at the time of implantation. Prestenting of the BPV was performed at the implanting physician's discretion, and was most commonly done early in the experience as part of routine practice, to ensure relief of stenosis in the setting of thickened calcified leaflets, and/or to treat supravalvar stenosis with proximal extension of the stent into the existing BPV. Patients who were previously or currently participating in another Medtronic-sponsored Melody TPV study were excluded. As such, this cohort did not include any patients reported in previous publications. 11, 14, 15 BPV size was defined as the outer diameter according to the manufacturer's specifications. 11 For this analysis, data were presented for the overall implanted cohort and also stratified by BPV size. Valve size groups were analyzed both in the entire series and separately in the adult cohort, to avoid bias related to small valves in smaller patients. Three patients with unknown BPV size were excluded from analyses that were dependent on BPV size for stratification.
Procedure and Follow-up
The TPVR procedure has been described in detail elsewhere. 11, [14] [15] [16] [17] Data specific to the catheterization procedure were collected at the time of implantation. Procedural techniques, including angioplasty balloon sizing, prestenting of the RVOT, and postimplantation dilation, were determined by the implanting physician (Video 1). Echocardiograms performed and/or read at the implantation center were used to assess TPV function, with assessment of PR and RVOT mean gradient as described previously. 15 Procedural success was defined as implantation of the Melody TPV within the desired location, reduction in catheter-measured RVOT peak-to-peak systolic gradient to <35 mm Hg, reduction of PR to mild or less postimplantation, and freedom from TPV explantation at 24 hours. Serious adverse events were defined according to
International Organization for Standardization ISO 14155. Clinical, echocardiographic, and radiographic data were collected at baseline, implantation, discharge, 6 months postdischarge, and annually thereafter, as available. Catheter-based reintervention was defined as balloon dilation or stenting of the TPV, or placement of an additional TPV within the first TPV.
Data Analysis
The primary outcome measures were safety and effectiveness at 1 year postimplantation. Procedural success, procedure-and device-related serious adverse events, all-cause mortality, freedom from TPV dysfunction, freedom from RVOT reoperation, freedom from catheter reintervention, and hemodynamic performance of the Melody TPV during follow-up were analyzed. TPV dysfunction was defined as the presence of 1 or more of the following: moderate or greater PR, mean Doppler RVOT gradient >35 mm Hg, RVOT reoperation for TPV dysfunction or device-related reasons, and/or catheter reintervention on the TPV.
Patients were stratified according to implanted BPV size into 5 groups-21 mm, 23 mm, 25 mm, 27 mm, !29 mm-which were also collapsed into 2 groups-23 mm and !25 mm-for selected analyses. The Wilcoxon rank-sum test was used to compare continuous variables, and the Fisher exact test was used to compare categorical variables between the dichotomous groups at baseline and at implantation. The Kruskal-Wallis test was used to compare data among 3 or more BPV size groups. No adjustment was performed for multiple comparisons. For freedom from event analysis, Kaplan-Meier estimates were used to construct the survival curves based on all available follow-up data. Continuous variables are presented as mean AE standard deviation or median (range). All testing was done using a 2-sided a level of 0.05.
RESULTS
Patients
At the 10 participating sites, a total of 130 patients underwent Melody TPV implantation within a BPV during the study period, of whom 100 met the study's inclusion criteria and compose our analysis cohort. Demographic data for these patients are are presented in Table 1 . The primary indication for intervention was a mixed etiology (stenosis and regurgitation), seen in 55% of the patients. Four patients had a history of treated pulmonary valve endocarditis either on the BPV or before BPV implantation.
Baseline data are presented according to BPV size ( 23 mm or !25 mm) in Table 1 . BPV types included a Carpentier-Edwards valve (Perimount, Magna, other) in 66 patients, a Medtronic valve (Hancock or Mosaic) in 20, a St Jude Epic valve in 10, and other/unknown types in 4. Although the Doppler mean RVOT gradient before TPVR was higher in the 23 mm BPV group than in the !25 mm group (mean, 32.5 AE 11.5 mm Hg vs 25.4 AE 12.0 mm Hg; median, 32.0 mm Hg vs 27.0 mm Hg; P ¼ .02), there was no significant difference in the indication for TPVR between the 2 cohorts. Patients with the smallest size BPV tended to be younger than those with larger valves, whereas patients with the largest valves had a longer duration of BPV implantation and a lower mean RVOT gradient ( Figure 1 ). FIGURE 1. Age at the time of transcatheter pulmonary valve replacement (TPVR) (A), age of the bioprosthetic valve (BPV) (B), and pre-TPVR mean Doppler right ventricular outflow tract (RVOT) gradient (C), stratified by BPV size group. Age at the time of TPVR was significantly associated with BPV size (P < .001), as was pre-TPVR mean RVOT gradient (P ¼ .01). There was no significant association with age of the BPV (P ¼ .78). The box is centered at the median, with upper and lower bounds of the box representing the 75th and 25th percentiles. The upper and lower ends of the whiskers are at 1.5 interquartile range (IQR) from the 75th or 25th percentile, respectively, or at the maximum of the observations, whichever is smaller. Circles represent values 1.5 IQR above 75th percentile or 1.5 IQR below 25th percentile. The > is the mean of the observations. There was 1 outlier, age 79 years, in the 25 mm BPV group, not shown in the figure.
Procedure
Concomitant procedures were performed in a minority of patients (Table 1) . When data were available, the median predilation or sizing balloon waist was smaller in the 23 mm group compared with the !25 mm group (18.0 mm vs 20.0 mm; P < .001). Fourteen patients underwent BPV prestenting. Most of the Melody valves were implanted using a 22-mm delivery system (n ¼ 78), with a 20-mm system used in 16 patients and an 18-mm system used in only 4. In 2 patients, the size of the delivery system was not specified. All but 1 of the implants with an 18-mm or 20-mm system were into a 19-to 23-mm BPV.
All patients underwent Melody TPV implantation in the desired location. Procedural success was achieved in 99% of cases (95 of 96); 1 patient had moderate PR. On discharge echocardiography, only 1 patient had a mean RVOT gradient >35 mm Hg; in this patient, the peak-to-peak gradient measured after valve implantation was 14 mm Hg. Four patients had missing data (1 missing both catheterization and discharge RVOT mean gradient by echocardiography and 3 missing PR by echocardiography), but met all of the other criteria for procedural success.
Safety and Adverse Events
During a median follow-up of 12.4 months (range, 0-4.4 years) there were no deaths, no explants, and no catheter reinterventions (Figure 2 ). Two patients experienced 4 procedure-related adverse events; 1 with vascular access site bleeding requiring transfusion, complicated by femoral arteriovenous fistula and pseudoaneurysm requiring surgical repair at 6 weeks postprocedure, and 1 with pulmonary edema postprocedure requiring diuresis. The only devicerelated adverse events noted during follow-up occurred in 1 patient who experienced Streptococcus viridans endocarditis and sepsis at 18 months after TPVR; this patient had no previous history of endocarditis. This was associated with acute valve stenosis and regurgitation that resolved to severe PR with mild to moderate obstruction after 6 weeks of medical therapy. No explantation or replacement of the Melody valve was necessary during follow-up, 4.5 years after the episode.
TPV Function and Hemodynamics
Freedom from TPV dysfunction at 2 years postprocedure was 96% (Figure 2) . At 1 year, as well as at the most recent follow-up, the mean Doppler RVOT gradient remained <35 mm Hg in 99% of patients. Furthermore, the mean RVOT gradient remained stable and similar to that at discharge during follow-up (Figure 3, A) 14 .0 mm Hg; P ¼ .33 in patients with evaluable paired data). In the overall cohort, all but 1 patient had mild or less PR at the latest follow-up (Figure 4 ). There were no differences in postimplantation and follow-up gradients between patients who did and who did not have a prestent placed within the BPV before TPVR.
The mean RVOT gradient at discharge was no different between the 23 mm BPV and !25 mm BPV groups (15.9 AE 7.2 mm Hg vs 16.8 AE 8.2 mm Hg; median, 15.5 vs 16.6; P ¼ .67) (Figure 3, B) . One adult patient, with a Melody valve implanted on a 22-mm delivery system into a 25-mm BPV, had a discharge Doppler mean RVOT gradient >35 mm Hg (41 mm Hg). At follow-up, where data were available, there were no significant differences in mean RVOT gradient between patients with a pre-TPVR 23-mm BPV and those with a !25-mm BPV (Figure 3) . Similarly, among patients age !18 years, the mean RVOT gradient at 2 years was not significantly different if the TPVR was implanted into a small BPV or a large BPV (13.7 AE 7.6 mm Hg vs 12.4 AE 6.2 mm Hg; median, 12.0 mm Hg vs 12.5 mm Hg; P ¼ .97) (Figure 3 , C). There were 4 patients with a mean RVOT gradient of 25 to 30 mm Hg at follow-up: an 11-year-old who underwent TPVR into a 19-mm BPV (mean gradient, 27 mm Hg at 1 year), an 18-year-old with a 21-mm BPV (mean gradient, 30 mm Hg at 2 years), a 26-year-old with a 25-mm BPV, as described previously, with a high gradient at discharge and a lower gradient at both 6-month and 1-year follow-up visits (mean gradient, 26 mm Hg), and a 31-year-old with a 27-mm BPV (mean gradient, 28 mm Hg at 2 years).
Endocarditis
None of the 4 patients with a known history of endocarditis before undergoing TPVR experienced recurrence during follow-up. One patient developed acute S viridans endocarditis with sepsis at 18 months after TPVR.
DISCUSSION
Valve-in-Valve TPVR to Treat Surgical BPV Dysfunction
As the deleterious effects of chronic PR have been documented, 18 PVR has become increasingly common in patients who have undergone repair of tetralogy of Fallot and similar anomalies, and there appears to be a trend toward valve implantation to reduce or eliminate PR at younger ages. 3 Patients undergoing surgical PVR with a BPV inevitably experience failure of the prosthetic valve in a time-dependent fashion, and younger patients may experience shorter freedom from valve dysfunction and/or reintervention. 1, 4, 9, 10, [19] [20] [21] The morbidity and potential mortality associated with redo median sternotomy are not inconsequential, and patients with complex CHD are particularly vulnerable when restoration of PV function may necessitate repeated operations. 
BPV Size
Unlike homografts or other RVOT conduits, stented BPVs have a fixed maximum diameter beyond which they cannot be expanded. Although cases have been reported in which the BPV ring has been fractured with an ultra-high-pressure balloon, 24, 25 in general, the maximum internal diameter after valve-in-valve TPVR within a BPV will be several millimeters smaller than the nominal valve size, which typically reflects the outer diameter. Thus, in patients with a dysfunctional BPV in the pulmonary position, BPV size is a consideration when evaluating whether TPVR is a good option. Although the data on valve-in-valve TPVR within BPVs are limited, several investigators have reported smaller series of patients who underwent implantation of a Melody TPV into an existing BPV, 11, 13 and other studies have included BPVs in addition to conduits. 12, [14] [15] [16] [17] In 2 recent studies, the investigators directly addressed the question of the optimal size of BPV for subsequent TPVR with a Melody valve, 11, 13 and in 1 study, they postulated that the ideal BPV size is 27 mm, which typically corresponds to a true inner diameter of $24 mm. 11 Although this proposal provides a useful starting point for considering this issue, the findings were preliminary and based on a single center's experience.
In the present study, we analyzed a large series of patients treated with Melody TPVR into an existing BPV at 10 different centers. BPV diameters ranged from 19 to 33 mm. Only 1 patient in our study cohort had more than mild PR at follow-up (after endocarditis), which did not yet prompt intervention. Approximately one-half of our cohort had a TPV implant into an existing BPV of 23 mm. Although the patients with a BPV 23 mm in diameter were younger, weighed less, and had higher preintervention RVOT gradients compared with those with a !25-mm BPV, there were no between-group differences in discharge and follow-up mean RVOT gradients over time, even when the analysis was limited to adult patients. In a review of outcomes after surgical PVR, McKenzie and colleagues 26 identified smaller valve size and age <13 years as risk factors for reintervention. Kwak and coworkers 27 also found that patients age <20 years had a higher rate of valve dysfunction than their adult cohort even when a larger size BPV was implanted. Although our follow-up is limited, our patients (either children or adults) with smaller BPVs did not have higher gradients following TPVR, and were not at greater risk of the need for subsequent intervention. Mean RVOT gradients generally remained stable over time. Furthermore, in patients age !18 years, hemodynamic values were similar in the BPV 23 mm and BPV !25 mm groups during follow-up, suggesting that surgical re-replacement might not always be necessary in adults with a smaller-diameter BPV. Even if Melody valves implanted into smaller BPVs end up requiring reintervention sooner than those within larger BPVs, the delay in surgical reintervention may reduce the total number of surgical procedures and, consequently, the lifetime risk associated with redo median sternotomy. 2, 22, 23, 28, 29 However, our cohort included only 7 adults with a 19-to 21-mm BPV, and thus whether there is a clear lower BPV size limit for valve-in-valve TPVR is unclear.
With excellent early results and freedom from PR, ongoing follow-up is needed to evaluate longer-term outcomes, particularly with respect to valve function, freedom from reintervention, need for valve re-replacement or explantation, and freedom from endocarditis. This study demonstrates that restoration of pulmonary valve function can be achieved with percutaneous treatment even in smaller, younger patients and in adults with smaller existing BPVs in the pulmonary position.
Integration of TPVR and Surgical Therapy in the Lifetime Management of RVOT Dysfunction
The findings of this study are encouraging, particularly with respect to TPV function in smaller BPVs. However, acute and mid-term outcomes are only a small part of the calculus that must go into making management decisions in these patients. Most patients with repaired tetralogy of Fallot and related anomalies will require multiple interventions over their lifetime, and it is impossible to predict what technology and alternatives will be available moving forward. For the time being, it is frequently necessary to decide whether to implant a TPV for BPV dysfunction or to place a larger surgical valve in anticipation of future, possibly multiple, TPVR within the surgical valve. Ultimately, the appropriate sequencing of surgical replacement and TPVR will depend on individual circumstances. Certainly, a congenital heart team approach will be needed to determine the best strategy for management of the ever-expanding population of patients with CHD who have undergone surgical BPV placement or replacement. Regardless, TPVR to extend the functional life of an existing BPV will be an important part of therapy, even in patients with a small BPV.
Endocarditis
Endocarditis has been reported in several patients who underwent TPVR into a BPV. 14, [30] [31] [32] [33] The relative risk compared with TPVR within a homograft or other conduit is unknown, but only 1 patient in our series experienced an episode of endocarditis, and none of the 4 patients with a personal history of endocarditis had a recurrence during the study follow-up. The single patient with endocarditis did not undergo explant of the TPV, although severe PR was present after the episode was treated medically. Nevertheless, the issue of endocarditis after valve-in-valve TPVR within a pulmonary BPV merits further study.
In a recent study using data from the Society of Thoracic Surgeons registry, 12% of patients in the adult database undergoing surgical PVR had a previous history of endocarditis. 2 Although concerns have been raised about infection after TPVR, and a previous history of endocarditis has been documented in a number of cases, 32-34 previous endocarditis was not associated with adverse outcomes in our present cohort. As increasing numbers of patients with a dysfunctional BPV are considered for TPVR, there is no evidence at this point suggesting that previous endocarditis should be a major factor in the decision making process.
Limitations
In this retrospective study, implant specifics and clinical follow-up were not available for the entire cohort. There was no echocardiography core lab; site reports were used to determine gradients and valve function. Moreover, the study included only patients who received a Melody valve, and thus does not provide insight into factors that may have been associated with outcomes in patients who were considered for TPVR but did not undergo implantation. We did not evaluate RVOT gradients during exercise, which previous studies have shown to be elevated compared with baseline after TPVR, 35 and a disproportionate exercise response in patients with different-sized valves is possible.
CONCLUSIONS
TPVR within a dysfunctional surgical BPV in the pulmonary position can be used to restore competence and relieve obstruction, with excellent early results. Consideration of TPVR is warranted to avoid repeat median sternotomy. Implantation of a TPV into a smaller BPV can be associated with acceptable hemodynamics and valve function, potentially extending the life of an existing BPV to a significant degree. Collaboration between surgeons and cardiologists is important to determine the optimal lifetime management strategy, combining surgical PV replacement and TPVR, in this population.
Webcast
You can watch a Webcast of this AATS meeting presentation by going to: https://aats.blob.core.windows. net/media/17AM/2017-05-01/RM312/05-01-17_Room312_ 1613_McElhinney.mp4. 
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Discussion
Dr D. Bichell (Nashville, Tenn). In the trade-off between surgeon and cardiologist, and in planning for the future to minimize reintervention, we are often faced with putting the first valve in a dilated RV outflow tract and faced with the question and the luxury of putting whatever size valve we want to put in there. What is the best-sized valve to put in for the future? For a while it was 25, which is a little suboptimal for some big patients, with a pretty clear consensus that 29 can sometimes be too big, and more recently I personally have moved toward, given the choice of any, putting in a 27. And I just wondered if you could comment on planning of valve size when you can put anyone in for the optimal approach when it falls back into your hands?
Dr Doff B. McElhinney (Palo Alto, Calif). That's one of the key questions and one of the ways that is important to be able to work together. Obviously, in smaller children, putting in a valve that is too large is often counterproductive. One of the Kaplan-Meier curves I showed in my talk was from a recent large series out of Boston that found a very short freedom from reintervention in patients under 6 years of age at the time of bioprosthetic valve placement. So it is not necessarily doing anybody a favor if you put in a valve that's too large and you get leaflet immobility and dysfunction in the short term.
But assuming we're talking about larger kids and adolescents and adults, I also recommended 25-mm surgical valves when we first started doing these, but clearly you can go bigger and still reliably implant a transcatheter valve. In my experience, you can virtually always get a Melody valve into a 27-mm bioprosthetic valve. I used to think that 29-mm valves were too large, or at least liable to be too large, but offhand I can recall that in the last 3 or 4 patients with a 29-mm valve who have come to the cath lab, every single one of them, even with predominant PR and minimal gradient, has been adequate for a Melody valve. My sense is that a 29-mm valve may be actually be a little bit too large for the pulmonary position in many cases, and as a result you tend to get more basal immobility and fusion of the bioprosthetic valve leaflets and it ultimately ends up thickening more, so a Melody valve fits quite well. So, at this point, I'm coming down on the side of a 29-mm valve as ideal, as long as it looks like the right size for that patient.
Dr Bichell. Then a corollary if I might add to that question is about the position of the valve, because from a surgical standpoint, we try to position them distal to the native annulus, pointing in an AP direction, less distorted by the sternum and so forth. Any recommendations about that? If it is placed too proximally and a future stent-based valve is placed and the stent crosses muscle, does muscle crush stent? Are there concerns like that we can plan for as we put these in?
Dr McElhinney. Probably not. In most cases, the entire Melody valve is protected by the bioprosthetic valve, particularly at larger sizes. Rather, when the valve has been placed low or very far out in the outflow tract, particularly in younger children, the occasional difficult problems that I've seen have been obstruction of the outflow tract or pulmonary artery either proximal or distal to the valve, which can be harder to treat.
These valves are quite robust. I've seen a couple of arterial switch patients who ended up having a PVR, with the aorta immediately behind the valve and the sternum immediately anterior, where the frame fractured due to the cyclic compression between the sternum and aorta. That scenario could pose a risk to the Melody valve as well. But, otherwise, I think that the Melody valve is going to be protected within any of these rigid bioprosthetic valves. So whether it's placed lower down in the outflow tract or not, I don't think that's it's an issue as long as the rest of the outflow tract is unobstructed.
Dr J. Chen (Seattle, Wash). A corollary to the first question. In the horrifying future in which valve in valve and valve in valve-in-valve therapy is being thought of, given your slide and the question about size, each time we are going to be deploying these in there, how much diameter do you think we are going to lose, that is, should we start with 29, because 3 valves down the road you are going to be down to a 22 or whatever that would be if you sum it up? That's part A. And part B is, is there actually a difference to us noninterventionalists between the Melody and SAPIEN in terms of how much real estate they take up of the diameter? Dr McElhinney. Two good questions. I think the first one is probably the primary reason that I would move to recommending 29-mm valves, anticipating that you can get an additional catheter valve in there over time.
Now, I don't want to get into this too much, but there are data coming out, mainly in the TAVR world, but we are doing it as well, where you can fracture these bioprosthetic valve rings with ultra-noncompliant balloons; you can crank them up to 20 atmospheres and you can break almost all of them except for the classic Hancocks and several other types. So that may or may not be an option for enlarging bioprosthetic valves moving forward and minimizing the reduction in orifice area that results from valve-in-valve therapy.
Dr Chen. That's not really occurring. Dr McElhinney. Definitely, people are doing it. I wouldn't bank on it; I wouldn't formulate my plan according to that option. But back to the question of surgical valve size, I would probably go with 29 mm. The thickness of the valve-in-valve, and the diameter reduction, ends up being between 2-1/2 and 3 mm for the Melody valve, depending on how big it is. The SAPIEN is probably similar. Very limited data have been published on the SAPIEN in this application, so it is very hard to say, but my gestalt is that they are going to be pretty similar.
In the future, who knows what the technology is going to be, so I think we are all speculating, but ideally 2 or 3 valve-in-valve procedures should be enough, if we can get to that point.
Dr C. Backer (Chicago, Ill). Doff, that was a great presentation, and I congratulate you on coming here. Your information and this kind of interaction are very useful for all of us. Just as Dr Del Nido said in his presidential address, ''this is a team sport,'' and you are the other part of our team.
I have 2 questions. These results are so good, do you think this should change in some way our paradigm for when we put in that first pulmonary valve? Now we have a transcatheter option for a second valve without surgery that appears very effective.
Dr McElhinney. Thanks, Carl. I don't think the data support that yet, but personally I believe that we probably revalve these RVOTs too late as a general practice, and I would like to see, and expect to see, movement toward earlier reintervention.
One of the things that several groups in Belgium and elsewhere are doing in a lot of their straightforward TETs is going back to the cath lab when the patient is 8, 9, 10 years old, when the RVOT is 20 mm or so, putting in stents, trying to fix, or limit, the RVOT dilation that occurs over time in anticipation of putting a catheter-based valve in whenever they need it, which may or may not be that late.
The native outflow tract implant is a completely different issue. I'm not talking about that here, but I think people are definitely thinking about how this technology fits into a longer-term management strategy, particularly earlier in life, and I think that is the direction that things will go.
Dr Backer. Certainly in our discussions with the cardiologists, when these patients are presented, we are leaning toward an earlier placement of that first pulmonary valve given that our interventional cardiologists are there to intervene when that first valve starts to fail.
My second question relates to putting transcatheter valves in native outflow tracts. What are your thoughts about that strategy versus having a nice landing zone set up for later transcatheter intervention with almost zero complications? It seems like this is a very nice way to have the second valve; how do you balance those two alternatives?
Dr McElhinney. Certainly the bioprosthetic valve is a great place to put a transcatheter valve; it's protected. It's not foolproof, but it's a very secure and predictable landing zone, it's circumferential, et cetera.
No matter how you slice it, you are going to get into some dilemma about timing when you consider how to use the various technologies over a patient's lifetime. Let's assume that you can put in 2 catheter valves within a bioprosthetic valve before lumen reduction becomes a limiting factor. Thus, if we are performing valve-in-valve therapy in younger patients, at some point we should assume that it will be necessary to replace the valve surgically, and you may get into a situation where you have exhausted transcatheter options with serial valve-in-valve and are facing an older patient who is a less-than-ideal surgical candidate. At the same time, surgical valves have a limited durability; in this series, the median duration of surgical valve implantation was 8.2 years. Although that may be a selected subset, even if bioprosthetic valve longevity is reportedly much longer than that in adults, there are plenty of patients who come in earlier. There is evidence from the STS database that early post-PVR mortality increases with increasing number of prior sternotomies. So what is the trade-off in timing, not only in younger children, but also in good surgical candidates, the 25-to 30-year-old who is quite healthy and would be a good surgical candidate for a valve? Many issues come up here, and I don't think we have the answers, but we should definitely keep our eyes open moving forward to try and understand how best to approach each individual patient.
I think that implants within the native outflow tract are going to fall into 2 categories: balloon-expandable valves within stent frames and self-expanding valve devices designed specifically for the outflow tract. We don't yet know enough about these devices to know how all of this is going to fit together, but this must be developed in conversation among surgeons, interventionalists, and other cardiologists.
Dr J. Mayer (Boston, Mass). I noticed in the abstract that there was only 1 patient reported with endocarditis on the transcatheter valve, and yet I think increasingly the experience is, particularly with the device made from bovine jugular vein, that endocarditis is a significant problem. We have taken out more than a few of these devices that have been placed either in conduits or within a bioprosthetic valve. I'm interested in your comment on that.
And then a second related question is about the choice of device and whether you think that some of the newer devices, particularly aortic valve transcatheter valves, might offer some advantages, particularly around this issue of endocarditis.
Dr McElhinney. Thanks, John. This was obviously an issue that I was expecting to be questioned about. Honestly, I don't really know the answer. The data in this cohort are what they are. And as we look in a multicenter way we find that endocarditis really varies incredibly. There are some institutions that have put in 200 valves that have zero cases, and some that have put in 40 valves that have 8 cases. It's really quite variable, and we don't know why. I don't want to say that it is institution-related factors that are driving that, but I don't think we understand that story yet, and it is one that we really need to watch closely.
Beyond the bovine jugular vein catheter valves or surgical valves, I think the issue of endocarditis in these patients more broadly is one that we don't understand well. If you look at an article published in Annals of Thoracic Surgery in 2015 reporting on the STS database experience with pulmonary valve replacement, in the adult database, which contained about 6000 patients, 12% had a prior history of endocarditis. I don't know what that was, I don't know if it was valve-related or not, but I think there is endocarditis out there in this population that we don't fully understand, and we need to work together to try to understand it better.
With respect to the question of whether one valve versus other potential options is going to perform better, either in general or with respect to that question, the jury is definitely still out. If you look at the instructions for use on the SAPIEN valve and its approval for use in RVOT conduits, there was a 5.2% incidence of endocarditis at 5 years, which is no different than that for the Melody valve. There are very little other published data out there about SAPIEN in the RVOT, so I don't think we know about that yet. It seems premature to implicate one particular valve or tissue type until we have better data on all of the options.
On the aortic side, endocarditis, whether it's a SAPIEN, a CoreValve, or other valve, is a real issue and one that is also growing in importance.
I think there is a lot that we need to learn. Endocarditis is an issue of valve function, of morbidity, and in some cases, mortality. It is sometimes a self-limited or easily medically managed problem, sometimes it presents with a fulminant hemodynamic picture and/or sepsis and progresses to death. But that is it not always the picture. If you look at the overall comparative risks and benefits of different therapies, not just endocarditis, but durability more broadly, who knows how that is going to play out? It could play out that a particular valve is just as good or better overall even if there is more endocarditis. There are lots of different pieces to the bigger question of what technology, what therapy is going to be the best in these patients, and I think we owe it to ourselves to take all of that in and make a decision based on the entire picture rather than simply on a single issue.
Dr Mayer. The one editorial comment I would make is that this type of experience argues very strongly for us to continue to try to convert the STS congenital database from a 30-day outcome database to a longitudinal follow-up database. We must have this kind of information to make these kind of did you get through the operation and get out of the hospital into what is really the most effective long-term therapy for the patients. I think it behooves all of us to try to collect as much of that data as we can.
Dr McElhinney. Hear, hear. That would dramatically enhance the value of the STS registry. The IMPACT database, the congenital catheterization database, recently added transcatheter pulmonary valve replacement as a separate module. I chaired that committee, and I essentially insisted that there needed to be a longitudinal component to it, otherwise we weren't going to add it. It will be event-driven and we will see what happens with that, but the most important unanswered questions with many of these therapies are long-term rather than shortterm.
Dr R. Jaquiss (Dallas, Tex). I'd also like to make the editorial comment of how much we appreciate you coming to a surgical meeting. This is a partnership, and there is not enough cross-pollination. So thank you very much. That was a great talk and a great presentation. Dr McElhinney. Thanks very much. I'll try to be back next year.
FIGURE E1. BPV retrospective study patient disposition. In total, 130 Melody TPV implantations in the pulmonary position were performed during the study period, and 100 patients were enrolled in the retrospective study. Reasons why 30 patients were not enrolled are shown. In 24 of the 100 enrolled patients, the valve was implanted for<1 year; duration of follow-up for the remaining patients is detailed in the flow chart. *The Institutional Review Board (IRB) at 4 sites required informed consent and/or subject notification of data use. yOne patient died at a site that required informed consent. Because consent could not be obtained, this patient was not included in the data analysis. zThe IRB did not allow the enrollment of 1 patient based on the date of implantation in relation to humanitarian device exemption discontinuation and premarket approval of the Melody TPV. 
